
Field Reference

White Red Green Blue White Red Green Blue

CRT
x 0.305 0.605 0.282 0.149 0.314 0.617 0.285 0.149

y 0.331 0.348 0.605 0.074 0.329 0.341 0.607 0.071

DLP Rear 
projection

x 0.306 0.643 0.311 0.152 0.309 0.648 0.309 0.151

y 0.329 0.338 0.594 0.042 0.330 0.331 0.596 0.046

Front Projection 
Lens

x 0.309 0.644 0.312 0.151 0.309 0.648 0.310 0.151

y 0.333 0.338 0.596 0.043 0.329 0.332 0.598 0.044

Front Projection 
Screen

x 0.306 0.643 0.311 0.152 0.309 0.648 0.309 0.151

y 0.329 0.338 0.594 0.042 0.330 0.331 0.596 0.046

LED Front 
Projector Lens

x 0.308 0.644 0.318 0.158 0.311 0.651 0.323 0.158

y 0.338 0.334 0.568 0.070 0.328 0.323 0.561 0.069

LED Front 
Projector 
Screen

x 0.304 0.643 0.314 0.158 0.312 0.649 0.326 0.159

y 0.336 0.334 0.569 0.069 0.329 0.325 0.561 0.072

LG LED LCD
x 0.304 0.625 0.314 0.156 0.311 0.629 0.315 0.155

y 0.321 0.351 0.599 0.051 0.326 0.347 0.601 0.051

LG Standard 
LCD

x 0.309 0.616 0.289 0.152 0.314 0.621 0.289 0.151

y 0.330 0.333 0.588 0.067 0.332 0.326 0.585 0.066

OLED
x 0.309 0.649 0.296 0.145 0.311 0.654 0.299 0.145

y 0.325 0.341 0.620 0.062 0.329 0.333 0.619 0.066

Plasma
x 0.315 0.639 0.309 0.150 0.319 0.648 0.315 0.150

y 0.334 0.337 0.592 0.065 0.327 0.327 0.588 0.065

QuantumDot
x 0.311 0.634 0.295 0.155 0.316 0.643 0.297 0.154

y 0.334 0.337 0.607 0.057 0.336 0.329 0.608 0.057

Samsung LCD 
LED

x 0.304 0.623 0.302 0.163 0.312 0.631 0.307 0.162

y 0.320 0.321 0.600 0.068 0.321 0.315 0.597 0.067

Samsung LCD 
Standard

x 0.311 0.634 0.278 0.147 0.315 0.640 0.280 0.146

y 0.332 0.344 0.596 0.051 0.332 0.338 0.594 0.052

Sony LCD LED x 0.304 0.624 0.299 0.161 0.311 0.629 0.300 0.160

12/29/2015 6:52:59 AM

Calibration Date: 12/29/2015
OE-12.A-02.102409.11Serial Number:

Meter: Display3
Patrick GårdevallOwner:

ChromaPure Certificate of Calibration



Sony LCD LED y 0.323 0.348 0.609 0.069 0.327 0.343 0.616 0.066

Sony LCD 
Standard

x 0.312 0.625 0.289 0.150 0.317 0.633 0.290 0.149

y 0.325 0.336 0.599 0.049 0.325 0.331 0.598 0.050
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Correction

White Red Green Blue

CRT x 0.009 0.012 0.003 0.000

y -0.002 -0.007 0.002 -0.003

DLP Rear 
projection

x 0.003 0.005 -0.002 -0.001

y 0.001 -0.007 0.002 0.004

Front Projection 
Lens

x 0.000 0.004 -0.002 0.000

y -0.004 -0.006 0.002 0.001

Front Projection 
Screen

x 0.003 0.005 -0.002 -0.001

y 0.001 -0.007 0.002 0.004

LED Front 
Projector Lens

x 0.003 0.007 0.005 0.000

y -0.010 -0.011 -0.007 -0.001

LED Front 
Projector 
Screen

x 0.008 0.006 0.012 0.001

y -0.007 -0.009 -0.008 0.003

LG LED LCD x 0.007 0.004 0.001 -0.001

y 0.005 -0.004 0.002 0.000

LG Standard 
LCD

x 0.005 0.005 0.000 -0.001

y 0.002 -0.007 -0.003 -0.001

OLED x 0.002 0.005 0.003 0.000

y 0.004 -0.008 -0.001 0.004

Plasma x 0.004 0.009 0.006 0.000

y -0.007 -0.010 -0.004 0.000

QuantumDot x 0.005 0.009 0.002 -0.001

y 0.002 -0.008 0.001 0.000

Samsung LCD 
LED

x 0.008 0.008 0.005 -0.001

y 0.001 -0.006 -0.003 -0.001

Samsung LCD 
Standard

x 0.004 0.006 0.002 -0.001

y 0.000 -0.006 -0.002 0.001

Sony LCD LED x 0.007 0.005 0.001 -0.001
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Sony LCD LED y 0.004 -0.005 0.007 -0.003

Sony LCD 
Standard

x 0.005 0.008 0.001 -0.001

y 0.000 -0.005 -0.001 0.001
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